Abstract-the continuous monitoring of splanchnic organ oxygen saturation (SpO 2 ) would make the early detection of inadequate tissue oxygenation feasible, reducing the risk of hypoperfusion, severe ischemia, multiple organ failure, and, ultimately, death. In an attempt to create a splanchnic SpO 2 sensor that can be used intra-operatively, pre-operatively and post-operatively this paper describes the design and technical evaluation of fiber optic based reflectance pulse oximeter sensor and processing system. In a detailed investigation to determine the optimal source-emitter spacing it was found that the optimum separation distance was between 3mm and 6mm. In vivo thermal testing showed that the rise in temperature at the tip of the fiber at both wavelengths was insignificant and therefore should have no effect in the splanchnic tissue.
I. INTRODUCTION
PLANCHNIC organs are particularly vulnerable to hypoperfusion [1] . If an organ or tissue is not sufficiently perfused with oxygenated blood, cell death and tissue necrosis can ensue. Failure of one organ due to malperfusion may lead indirectly to the dysfunction of distance organs through the release of various toxins into the portal blood stream [2, 3] . This could result in the onset of multiple organ failure, which is a common cause of morbidity following major surgery [4] . Therefore, a continuous method for monitoring perfusion of the splanchnic area would be invaluable in the early detection of inadequate tissue oxygenation [5] .
Current methods for assessing splanchnic perfusion have not been widely accepted for use in the clinical care environment. Techniques such as polarographic oxygen electrodes and positron emission tomography remain research tools [2] , while methods such as laser Doppler, Doppler ultrasound [6, 7] , and intravenous fluorescein [4] are complex and expensive and none of them directly measures oxygenation. Gastric tonometry is currently considered the only clinically available tool for assessing splanchnic perfusion [8] . However, because it is a heavily operator dependent, time consuming and expensive device, it has not been widely accepted and is still not routinely used [9, 10] . Pulse oximetry has also been used experimentally in the detection of intestinal oxygenation in animals [11, 12] where it was found to be a rapid, reproducible, as well as a highly sensitive and specific technique for detecting small bowel ischemia. commercial pulse oximeters for estimating splanchnic perfusion in humans has been found to be impractical (bulky probes, cannot be sterilized, etc). More recently a custom made reflectance pulse oximeter has shown for the first time that good quality photoplethysmographic (PPG) signals can be detected from various human abdominal organs (bowel, kidney, liver) during open labarotomy [1] . However, this probe is not suitable for prolonged continuous monitoring in the abdomen. Therefore, there remains a need for a new sensor technology that is suitable for use in the human abdomen and will allow the continuous measurement of SpO 2 in the splanchnic area pre-operatively, operatively and post-operatively.
In an attempt to overcome the limitations of the current techniques for measuring splanchnic perfusion, this paper describes the design, development and validation of a new fiber-optic sensor and it's processing system utilizing the principle of reflectance pulse oximetry.
II. METHODS

A. Fiber Optic Sensor
A new reflectance, pulse oximeter sensor was developed, comprising of optical fibers coupled to infrared and red subminiature version A (SMA) mounted emitters (peak emission wavelengths at 850 nm and 650 nm respectively) and a photodiode (single photodiode with an active area of 1 mm 2 ). Silica glass step index fibers with a FRUH RI P ZHUH FKRVHQ IRU WKH WUDQVPLVVLRQ DQG reception of light to the tissue. The fiber was cleaved to achieve a flat surface at 90 degrees to the emitting light. 7KH WLS RI HDFK ILEHU ZDV SROLVKHG ZLWK D P P P DQG P SROLVKLQJ Iilm to ensure that the fiber region was free from large scratches and that there were no chips in the edges of the fiber that extended into the core of the fiber.
In order to facilitate multiplexing of the red and infrared light into a single fiber, a 400 nm bifurcated fiber (Y piece) was used (Ocean Optics, Netherlands). Two ends of the Y-piece were coupled to SMA mounted emitters, while the other end was DWWDFKHG WR D SUHSDUHG P ILEHU ( Figure 1 ). This allows for the two wavelengths to be WUDQVPLWWHG GRZQ D VLQJOH ILEHU $ VLQJOH SUHSDUHG P fiber is used to detect the backscattered light. 
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B. Processing System
An electrically isolated acquisition and processing system has been designed and developed to drive the optical components of the fiber probe and also to detect and pre-process the red and infrared ac and dc PPG signals. Digitization of the acquired signals was then achieved using a 16-bit data acquisition card from National Instruments. A virtual instrument (VI) implemented in LabView was also developed. The VI provides signals which are required by the hardware for driving the emitters, as well as by the demultiplexer for splitting the mixed signal into its red and infrared components. The VI is also used for the acquisition, displaying, analysis and storing of all acquired PPG signals. A block diagram of the processing system is shown in Figure 2 . The emitters, red (R) and infrared (IR), are driven by a software controlled constant current source. It is necessary to multiplex the two emitters so that they are never on at the same time. By utilizing the two counter output channels on the DAQ card two multiplexing signals (one for the red emitter and one for the infrared) are created.
The multiplexing frequency and the duty cycle required can be selected by the user on the front panel of the virtual instrument. Figure 3 shows the two multiplexing signals (R and IR) used in this application with frequencies of 500 Hz and duty cycles of ¼. The red emitters were on for the first quarter cycle, then all emitters were off for the second quarter cycle. The infrared emitters were on for the third quarter cycle, and all were again off for the final quarter cycle.
A third signal is also generated by the VI, and is represented in Figure 2 as a voltage signal. This signal allows the user to control the intensities of the emitters at all times during use. By altering the voltage applied to the positive input of the current source, the drive current to the emitters can be changed. The required emitter current can be selected by the user on the front panel of the VI, and by taking into account the configuration and component values of the constant current source, the required voltage is calculated and is generated on an analog output port of the DAQ card.
The photodetector detects the energy backscattered by the tissue and gives an output current proportional to the detected light intensity. The output of the current-tovoltage (I-V) differential amplifier contains multiplexed PPG signals corresponding to red and infrared wavelengths. The signal from the current-to-voltage differential amplifier passes to a demultiplexer synchronized to the multiplexing signals from the VI, which separate the red and infrared signals. The two signals (R and IR) pass through an isolation barrier which has been included for increased patient safety. These isolated signals are then filtered to extract the ac and dc PPG components for each wavelength. The output PPG signals are digitized and further analyzed by the VI. PPG traces corresponding to infrared and red wavelengths are obtained simultaneously and displayed on the personal computer screen. All acquired signals are also saved in spreadsheet format for further post processing and analysis.
C. Experiments
Source-detector separation is of great significance in designing a reflectance pulse oximeter sensor as it bears a direct impact on the quality of the PPG signal and the accurate estimation of SpO 2 [13] . Prior to finalizing the sensor design, a detailed investigation was conducted to examine the effect of source detector separation on PPG signals and to ultimately establish the optimum separation distance between the light emitting and receiving fiber.
In order to conduct this experiment, a precision drilled perspex finger piece was designed to allow for the placement of the fibers at various distances. All separation distances given are from the centre of the emitting fiber to the centre of the detecting fiber. During the experiment, PPG signals obtained from the finger at both wavelengths were recorded simultaneously while varying the separation between emitter and detector at 1 mm increments (range: 1-8 mm). During the experiment the emitter current was maintained constant at 40 mA.
The operating current of the emitters is relatively low (40 mA) and the use of fiber optics ensures that the emitters are not in direct contact with the skin. However, it was still necessary to confirm that the red and infrared sources would not cause any direct thermal damage to the splanchnic tissue. An in vivo temperature test was conducted to investigate the possibility of excessive temperature rises in the splanchnic area during PPG measurements.
III. RESULTS
Photoplethysmographic signals of good quality were recorded at both wavelengths at all separation distances between the transmitting and receiving fibers. Figure 4 depicts typical finger ac PPG traces at various separation distances.
Although PPG traces were detected at almost all separation distances, there were significant differences in signal amplitude, and morphology at the various monitoring separations. Large amplitude PPG signals were acquired at 1 mm separation. However, these signals were of very poor quality (very noisy) and erratic with little resemblance of a conventional PPG signal. Signals within the range of 2 mm to 6 mm produced PPGs of good quality with large amplitudes and high signal-to-noise ratio (SNR). Over 6 mm separation distance the resulted ac PPGs were of poor quality and very low amplitude. It can be seen in Figure 5 that the PPG amplitudes decrease as the separation distance increases. Such a phenomenon is well explained as the transfer of photons to the emitter via the tissue bed decreases as the distance between the emitting source and the receiving source increases. Figure 6 shows the mean dc red and infrared PPG signals for all separation distances. The dc signals at 1-2 mm separation were predominately larger than at other separation distances. This suggests that the source and detecting fibers are too close, and therefore saturating the photodetector. The in vivo temperature test was made on a normal healthy volunteer. In order to simulate conditions in the splanchnic area the emitting fiber optic lead was placed in contact with the mucosa of the cheek inside the mouth. A type K thermocouple was attached adjacent to the fiber tip, and was also in contact with the mucosa of the mouth. The temperature was recorded until a constant baseline was attained. The infrared light emitter was switched on and the temperature was monitored. Steady state conditions were achieved after approximately 5 minutes and monitoring was continued for a further 5 minutes. The measurement was repeated for the red emitter.
It was found that the temperature of the mucosa remained constant at 36.95 deg C, even after the emitters had been switched on. Therefore, the red and infrared light emerging from the emitting fiber have no thermal effect on the mucosa of the mouth, and it can be assumed that they would have negligible or no effect on the tissue of the splanchnic region.
IV. CONCLUSION
A new fiber-optic splanchnic perfusion sensor and processing system has been successfully designed and developed. An experiment to determine the optimum separation distance between the receiving and the transmitting fibers of the sensor was conducted in the laboratory, as well as a test to determine the thermal effect of the emitters on the tissue.
Photoplethysmographic signals acquired at 1 and 2 mm distance between the transmitting and receiving fibers are found to be unsuitable as the resultant ac and dc PPG signals were unrealistic especially at 1 mm where ac PPGs were noisy, and erratic. This is possibly due to the photodetector running close to saturation. Also, these two separation distances produce ratios (Figure 7 ) which represent complete erroneous values of SpO 2. Separation distances between 3 and 6 mm produced PPG signals of good quality that yielded ratio values which represented more realistic blood oxygen saturation values. PPG signals above 6 mm separation produced weak signals of low amplitude. Such signals will be unreliable in the estimation of blood oxygen saturation and, therefore, such distances between transmitting and receiving fibers should be avoided.
The results of the in-vivo temperature test showed that the red and infrared emitters had no thermal effect on the mucosa of the mouth. It can be assumed from this result, that the probe will not cause any thermal damage to the tissue of the splanchnic region.
In conclusion this work details the initial design and development of a new splanchnic pulse oximetry sensor, and suggests that it might be feasible to create a sensor that can be used pre-operatively, intra-operatively, and postoperatively. Further studies will be conducted to verify the use and ability of this sensor in a clinical setting.
